ABSTRACT
INTRODUCTION
Silicone is a synthetic polymer consisting of a linear backbone of repeating, alternating silicone and oxygen atoms. Each silicone atom has two groups attached to it, referred to as R groups, representing any organic group that may be attached to the backbone. This structure forms a polymer called polydimethylsiloxane (PDMS), and is the most commonly used silicone. Rubber-like materials are comprised of very long-polymeric chains united by vulcanisation into a network structure. These rubbers can therefore undergo large recoverable deformations, hence the wide use of silicone rubbers as material analogues in the study of arterial vessels [1] [2] [3] [4] and other soft tissues. 5 At high strain rates, similar to those naturally found within the cardiac cycle, polymeric chain deformation is usually restricted to bending and stretching of the chemical bonds within the network. As a result the storage modulus of the rubber can increase by up to three orders of magnitude. 5 Abdominal aortic aneurysms (AAA) are permanent irreversible dilations of the infrarenal section of the aorta, and will eventually expanded to the point of rupture if left untreated. Many previous studies have focussed on the numerical prediction of wall stresses and ultimately rupture prediction of AAAs. [6] [7] [8] [9] [10] [11] [12] [13] [14] [15] However, there has been limited reports as to how these aneurysms behave experimentally, 2, 17, 18 in particular, how these models react to increased pressure loadings above the average peak systolic pressure of 120 mmHg. Also, previous experimental work has employed the use of a single material to represent the AAA wall, even though it is known that a realistic AAA may have differing materials properties at various locations throughout the aneurysm. 19 The primary aim of this study was to develop a range of silicones of known colour and known material properties. Commercially available silicone was used in conjunction with a method of colour analysis in order to develop calibration curves. These calibration curves consist of a direct relationship between material colour and both tensile strength and tear strength. Material characterisation was determined from uniaxial tensile tests and also from tear strength tests. These rubbers were then used to form the arterial wall analogue for experimental testing of idealised abdominal aortic aneurysms. These rubber models can be created using previously reported techniques 1, 4 for use with videoextensometry. These novel materials could be used to create more physiologically realistic in vitro arterial models. The use of a combination of silicones to create a diseased vessel wall could serve as a useful tool in future experimental work.
In particular, these materials could be incorporated into experimental rupture studies to provide more accurate material analogues than those used in previous reports. 2 
MATERIALS AND METHODS

Material Selection
The commercially available Sylgard silicone from Dow Corning was chosen as the base material for this study, in particular, Sylgard 160 and Sylgard 170. Both Sylgards are supplied as a two-part silicone elastomer with Sylgard 160 appearing grey and Sylgard 170 appearing black. These two rubbers are prepared in a 50:50 by weight arrangement, which facilitates mixing and preparation. These silicones were identified as appropriate materials as each material is easily identifiable due to its colour, and importantly, they have dissimilar material properties.
Material Development
Sylgard 160 is naturally grey in appearance with an ultimate tensile strength (UTS) of 4MPa, whereas, Sylgard 170 is naturally black in colour with a UTS value of 2 MPa.
These UTS values were obtained from the Dow Corning specification sheets. These two materials were mixed together in various ratios in order to create a range of new silicones, with gradually increasing colour intensity from grey to black and gradually decreasing failure properties from 4-2 MPa. The ratios of each mix were increased by 10% for each new silicone, resulting in 11 complete materials, including the original Sylgard 160 and 170, as shown, for example, in Column I of Table 1 .
Colour Analysis
The colour intensity of each silicone was analysed using a ColorLite sph850 Spectrophotometer (ColorLite GmbH). This device allows each silicone mix to be assigned an individual colour intensity value. Colour measurements are given in as a variation of ∆E, where pure black has a ∆E value of zero. This mathematical model for colour measurement was developed by the Commission International de l'Eclairage (CIE) and is often referred to as the CIELAB formula. The numerical value (ΔE) can be used to differentiate between colours and is given by Equation 1.
This equation is based on L*a*b* values where the lightness value, or luminosity, (ΔL) indicates how light or dark the colour is, Δa represents the position on the red-green axis, and Δb shows the position on the yellow-green axis (Δb). L*a*b* values are calculated from the tristimulus values (X,Y,Z) which are the backbone of all colour mathematical models. The location of a colour is defined by a three dimensional Cartesian coordinate system which determines the numerical values of L*, a* and b*, and is shown in Figure 1(A) . Once the location of L*a*b* is determined, a modification of the CIELAB tolerancing is performed, known as CMC tolerancing (Colour Measurement Committee of the society of Dyers and Colourists of Great Britain). This technique mathematically defines an ellipsoid around the standard colour with semi-axis corresponding to hue, chroma, and lightness. Figure 1(B) shows the variation of the ellipse sizes throughout the L*a*b* colour space. In order to actually determine the ΔE value of the particular material, firstly the device is calibrated using a standard colour, in this case the standard reference colour was black. The device is then placed against the material to be tested and allowed to operate. Average colour intensity was recorded from 3 measurements taken for each sample. 
Uniaxial Tensile Testing
Uniaxial tensile testing was performed using a Tinius Olsen H25KS (Tinius Olsen, Ltd., Surrey RH1 5DZ, England) with a 1 kN load cell. Each material was formed into Type 2 dumb-bell specimens conforming to BS ISO 37. Samples were injected into the dumb-bell shape to eliminate the cutting process, which has to been reported to possibly lead to poor results. 20 Each sample was subjected to a extension rate of 500 mm/min (BS ISO 37), with a preconditioning of 10 cycles to 20% of the gauge length.
Preconditioning helps to increase repeatability of the tests by stabilising the stress-strain function of the material. The structural properties of elastomers change significantly during the first several times that the material experiences straining. This behaviour is commonly referred to as the Mullin's effect. 21 The primary purpose of the tensile testing in this application was to generate force-extension data, which can be converted to stress-strain data, and determine the ultimate tensile strength (UTS) of each silicone mixture.
Tear Testing
Tear testing was performed using a modification of the trouser test pieces outlined in BS ISO 34-1. The Tinius Olsen was again used for this analysis. A strain rate of 100 
Where: TS is the tear strength (N/mm); F is the maximum load (N); and t is the specimen thickness (mm).
Material Characterisation
In order to mechanically characterise each material, the experimental force-extension data from the tensile tests were converted to engineering stress and engineering strain.
A 2 nd order polynomial curve was applied to the data to obtain a mean experimental data curve. This mean data was then applied to the commercial finite element analysis (FEA) solver ABAQUS v.6.7 (Dassault Systemes, SIMULIA, RI, USA) in order to find the most applicable strain energy function (SEF), and allow the determination of material coefficients. Material coefficients were then assessed using a Type 2 dumbbell numerical model. The model was examined using identical boundary conditions to those applied experimentally. The stress and strain at a central node was then mapped throughout the course of the analysis, and compared to the results found experimentally.
Calibration Curves
Once data was compiled from tensile tests, tear tests, and colour analysis, calibration curves could be created. These curves directly relate the colour intensity of the material to a particular UTS and TS, and ultimately, to material properties and material coefficients. For each calibration curve, the ∆E value of the material was plotted against both the UTS and TS, with relevant trendlines applied to the data. Error bars represent standard deviation. These linear curves then allow the prediction of material properties depending on the ∆E value determined through colour analysis.
Effectiveness of Calibration Curves
In order to examined the accuracy of the calibration curves, a repeated batch of samples were created at each silicone mixture. Each sample was probed with the spectrophotometer to measure the ∆E value. Each ∆E value relates to both a UTS and TS, thus allowing the UTS and TS to be predicted prior to testing. These samples were
then tensile tested and tear tested so as to record both the UTS and TS. The predicted UTS and TS of each material could then be compared to the actual measured value.
Idealised AAA Experimental Models
Idealised AAA silicone models were manufactured. These idealised models were designed to have realistic dimensions based on population averages obtained from the EUROSTAR data registry (2001).
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The maximum outer diameter of this model is 54
mm. This ideal AAA model has been utilised in previous research by our group. 2, 17, 23, 24 The technique used to create these models has been previously reported. 1, 4 Briefly, each silicone model is made using the lost-wax process. An inner wax model is first created using an aluminium mould, which is then placed into a larger mould, consisting of a uniform 2 mm cavity surrounding the wax model. The liquid silicone rubber is then injected into this cavity, and cured. Three models were created using Sylgard 160, three using Sylgard 170, and one model was created by randomly injecting both Sylgard 160 and Sylgard 170 through a Y-tubing connection into the wall cavity. This allowed both silicones to randomly mix via the injection process, resulting in a model of random material properties and various shades of black and grey. These models can be seen in 
Videoextensometry
The purpose of this aspect of the study was to examine how the maximum diameter of these silicone models react to increasing pressure loadings, and compare with numerically predicted results using the material coefficients determined earlier. 
Mixed Model Colour Analysis
The spectrophotometer was also used to measure the colour intensity of the mixed ideal AAA model of Sylgard 160 and 170. Measurements were taken at 20 mm intervals along the length of the model, at the front, back, left, and right sides. These measurement locations are shown in Figure 3 . The readings were taken longitudinally from the start of the proximal neck to end of the iliac legs. 
Statistical Analysis
Significant correlations between results were assessed using a non-parametric Spearman's Rho bivariate correlation test using SPSS 15.0 (SPSS Inc., Chicago, Ill, USA). Correlation coefficient (CC) is shown where significant relationships were observed.
Numerical Modelling
In order to assess the effectiveness of the material coefficients derived in this study, the videoextensometry experiment was replicated using the finite element method. An identical idealised AAA model was used, which has been used in many previous studies, both experimentally 2, 4 and numerically. 23 The numerical model has a uniform wall of 2 mm, and was constrained from movement at the proximal neck and iliac legs, reproducing the experimental set-up. A half model was examined due to the symmetrical nature of the idealised AAA. The model was meshed using 11,443
quadratic tetrahedral 3D stress elements. Mesh independence was achieved by increasing the mesh size until the peak stress was <2% of the previous mesh. 6, 16, 25 The same loading conditions were applied to the inner surface of the model and the displacement of the maximum diameter region was measured at each loading. Figure 4 shows the meshed model and also the boundary conditions used. This FEA replication was first modelled as a Sylgard 160 material, then as a Sylgard 170 material, and lastly, with the region of maximum diameter corresponding to the material coefficients determined from the colour analysis. For this mixed material numerical model, a circumferential 10 mm band was partitioned at the region of maximum diameter and assigned material properties corresponding to the ∆E value of the region (~Sylgard 160). As the regions from which diameter measurements were to be obtained were all approximately the same ∆E value, a circumferential band was deemed to adequately represent the region. 
RESULTS
Uniaxial Tensile Testing, Tear Testing and Colour Analysis
The results of the experimental uniaxial tensile tests for each silicone mixture can be seen in Table 1 , with the results of the tear testing shown in It was also noted that there was jagged tearing along the direction of the cut in all samples examined for tear strength. 
Material Characterisation
The stress-strain data generated from tensile testing allowed a SEF to be applied to each material, and therefore, material coefficients to be calculated. 
Where W is the strain energy density per undeformed unit volume, (λ 1 , λ 2, λ 3 ) are the principal stretch ratios, α is a strain hardening exponent, and μ has the interpretation of the shear modulus under infinitesimal straining. By applying this SEF to the experimental data obtained from the tensile tests, material coefficients could be determined. Table 3 shows the μ and α coefficients for each silicone mix examined, with Figure 5 illustrating the effect the silicone mixture has on the resulting μ coefficients. The coefficients of each material were then assessed using a comparative Type 2 dumb-bell modelled in ABAQUS v6.7. Results, shown in Figures 6 show the agreement between the stress and strain found experimentally from the tensile tests compared to those determined using FEA for Sylgard 160 and Sylgard 170. Figure 7 shows the good correlation between experimental and numerical results for the new silicone materials. 
Calibration Curves
From the experimental testing and colour intensity measurement, calibration curves could be generated. First, a calibration curve relating ∆E to UTS was created, and is shown in Figure 8 . Then, a calibration curve relating ∆E to TS was generated. This second curve can be seen in Figure 9 . The relationship between ∆E and both UTS 
Effectiveness of Calibration Curves
The accuracy of Figures 8 and 9 were also examined. This was achieved by preparing both dumb-bell and trouser test samples of each silicone mixture and measuring the colour intensity of each sample. This ∆E value was then related to UTS using Figure 8 and TS using Figure 9 . Dumb-bell samples were then tensile tested, and trouser samples measured for tear strength. The measured UTS and TS of the samples were then compared to the predicted UTS and TS. The results of this test can be seen in 
Relationship Between UTS and Tear Strength
The UTS results and tear strength results were also compared resulting in Figure 12 , which showed a good linear trend (R 
Colour Analysis: Mixed AAA Model
The spectrophotometer was used to determine the ∆E value at 20 mm intervals along the longitudinal distance of the model, as shown in Figure 3 . The results show how the ∆E value differs depending on the concentration of either Sylgard 170 or Sylgard 160.
This resulted in a series of colour intensity values corresponding to a specific location on the model, with the values shown in Table 4 and graphically in Figure 13 . It can be clearly seen how the colour intensity of the material changes at various locations on the model. 
Numerical Modelling
By measuring the displacement at the region of maximum diameter, the deformation of the experimental models could be compared to those observed numerically. The Table 8 and graphically in Figure 15 . 
DISCUSSION
Material Development
Silicone rubbers are widely used as arterial analogues in experimental studies. [1] [2] [3] [4] When utilising silicone in experimental testing, a complete understanding of the mechanical behaviour of the material is important in order to correctly measure and assess results.
The purpose of this study was to design a number of silicones with a distinct range of material properties and utilise these materials as improved arterial analogues. It was also necessary to be able to identify and correlate material variations non-destructively, as it was essential that material properties could be determined without further However, as AAA tissue does experience a range of tensile strengths, the repeatable nature of this developed range can be employed to create distributions of strengths, thus making the range somewhat comparable to the realistic setting.
Colour Analysis
A result of these various mixes was that each new material had a differing appearance, with the colour slightly changing from grey to black as the mix ratio increased from pure Sylgard 160 to Sylgard 170. This change in physical appearance of each new silicone facilitated the analysis of each material using a non-destructive method of determining colour intensity.
Colour intensities were measured using a spectrophotometer. This device measures the colour intensity based on the lightness, chroma and hue of the particular material. The ∆E value proved to be a repeatable method of determining colour intensities between the various materials, with the results shown in Tables 1 and 2 . Slight deviations exist between ∆E values for the same material, yet overall the method is robust, showing a linear increase in ∆E as the material changes from black (Sylgard 170) to grey (Sylgard 160).
Material Characterisation
Once the colour analysis was determined, it was necessary to mechanically characterise the range of materials. This was performed by uniaxially tensile testing and tear testing each silicone rubber to assess, firstly, the UTS of each material, and secondly, the tear resistance, or tear strength (TS), of each rubber. Tensile testing and tear testing was performed according to BS ISO 37 and BS ISO 34-1 standards, respectively. The tensile testing generated force-extension curves, which were converted to engineering stress and strain data. The tear testing records the peak force required to tear the sample Table 1 ), which was the desired outcome. Tear testing was performed on trouser test pieces, modified from the sample described in BS ISO 34-1. Again, tear testing revealed that the TS has a linear relationship with silicone type (See Table 2) , with values ranging from 0.452-0.697 N/mm. These values are lower than those supplied on the Dow Corning data sheet and are not comparable, as it is known that tear strengths depended heavily on the type of specimen used in the testing. 29 Applying the data obtained from the experimental testing to the numerical solver allowed the 1 st order Ogden SEF to be deemed the most suitable SEF. ABAQUS v6.7 then generates material coefficients for the 1 st order Ogden SEF that accurately represent each material. These material coefficients can be seen in Table 3 . The resulting change in μ coefficient for each mixture can be seen in Figure 5 . As Sylgard 160 and Sylgard 170 were designed by Dow Corning and never intended to be mixed together, the actual mixing of these material may cause an unusual reaction within the polymerisation of the materials, and this had to be investigated. As a result of this, the pure Sylgards 160 and 170 are homogenous materials, whereas the new materials may be inhomogeneous. The homogenous Sylgards have coefficients that do not conform to the linear trend displayed in Figure 5 , whereas, the nine other inhomogeneous mixtures designed in this study are new materials and the coefficients vary linearly depending on the mix ratio. It was determined that when numerically modelling any of the developed silicones, the material coefficients can be implemented with the 1 The next stage in the study was to develop calibration curves for the range of silicones.
These curves allow the use of a silicone rubber to be assessed for colour intensity prior to mechanical testing. The resulting ∆E value can then be related to a UTS and TS, allowing the determination of material property through non-destructive testing. The calibration curves for both the ∆E-UTS and ∆E-TS relationships can be seen in Figures   8 and 9 , respectively. The calibration curves for ∆E-UTS (R the UTS with the TS for the range of silicones. These results can be seen in Figure 12 and also displayed statistical significance (R 2 =0.7159, CC=0.9, P<0.0009). As a result,
in vitro silicone models with varying material properties can now be created and the distribution of varying material properties can be determined using non-destructive testing.
Ideal AAA Models
The next aspect of this work focused on applying the methodology developed to more appropriate geometries by creating silicone models of an idealised abdominal aortic aneurysm (AAA) model. These models were created using the lost-wax process, and
form an idealised AAA model of silicone rubber with a wall thickness of 2 mm. It has been reported that slight deviations can exist in the uniformity of the wall but within acceptable tolerances. 1, 4 Three models of Sylgard 160 and three of Sylgard 170 were manufactured, with one further model created using a combination of the two materials injected through a Y-tubing connection. These models can be seen in Figure 2 . The mixed model therefore consists of a random mixture of Sylgard 160 and 170 throughout the model, and thus has a random distribution of varying material properties within the ranges presented. The models were then used to evaluate the methodology (of nondestructively determining a varying material property distribution) described earlier.
Firstly, the mixed model was examined using the spectrophotometer. As the model had a random distribution of material mixtures, and therefore a random distribution of differing shades of black and grey, it was expected that the ∆E value would vary at different locations on the model. The ∆E value was measured at 20mm intervals along the longitudinal distance of the model, at the front, back, left and right sides. The results of this are shown in Table 4 and Figure 13 . By comparing Figures 3 and 13 , it can be clearly seen how the ∆E value varies according to the location on the model. This analysis allows the ∆E value at a specific region to be related to a material property, and also to a set of coefficients to be used with the 1 Table   3 .
Videoextensometry
The results of the videoextensometry work can be seen in Tables 5-7 and also in Figure   14 . The change in stiffness between the various materials can be clearly seen. Sylgard 30 and so the examination of these calcified deposits within in vitro models may yield interesting results. These calcification analogues could also be characterised and calibrated to material properties using the methods described here, thus creating an even more realistic experimental model. Also, the materials and methods described here are not limited to AAAs. Lethal aneurysms also form in the cerebral arteries and the thoracic aorta, and as with ongoing research into AAAs, there is a need to develop more realistic in vitro models of these aneurysms to further understand the biomechanical behaviour of these diseased vessels.
Therefore, there is a need to develop a method of creating experimental AAA models with known material properties that can be determined using a non-destructive method.
Limitations
It is known that there are many available techniques to mechanically characterise silicone rubbers, such as biaxial and equibiaxial tensile testing, and compression testing.
It is believed that although these tests were not performed in this study, future work with these experiments may further enhance the material characterisation presented here. Deviations still exist within the UTS and TS results for the rubbers. Increasing the sample sizes used for each variation of silicone may help reduce these errors.
Although, with regards to material UTS, Dow Corning state that the upper and lower limits of UTS values for silicones can vary significantly as silicone rubbers are not usually designed to fail. It is often simply the stress-strain response that is of paramount concern, and not the UTS, depending on the application. Also, the percentage differences, although quite small, observed in the videoextensometry compared to the numerical models could be reduced. It is known that slight variations in wall thickness exist within the silicone models, and the use of computed tomography (CT) scanning of the rubber model prior to testing may help eliminate this. CT scan data of each model could be reconstructed using available 3D reconstruction techniques and imported to FEA software for analysis. This would allow an experimentally accurate model to be analysed numerically, instead of the perfectly uniform wall model employed in this study. Also, modelling the mixed silicone model numerically could be improved by creating a "marbled" numerical model similar to that in experimental testing, instead of the "banded" model examined here. These issues will be addressed in future studies.
CONCLUSIONS
This study has successfully designed and developed a range of silicone rubbers that are not only visually different and easily detectable using a spectrophotometer, but also have a range of material properties that correlate to the visual appearance. The spectrophotometer proved to be effective in differentiating between the various shades of colour. Extensive experimental testing and colour intensity analyses lead to the development of calibration curves relating colour to both UTS and TS. Material characterisation was also performed resulting in a complete set of material coefficients for each of the new silicone rubbers. Testing also showed that the calibration curves are effective in predicting the material properties. Experimental AAA models of known and random material properties were also created. Pressure-diameter experiments and numerical modelling showed that the material coefficients accurately describe the behaviour of the silicone rubber, with minimal percentage differences. Future experimental studies could include these materials, with the material coefficients readily available to be incorporated into any finite element solver.
